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Presewing Nature's Most Wonderful Creation 





MICROLOCK 


LOCKING HAND SYSTEM 


Microlock Locking Hand ystems SHOFA 


Implants 


2.0mm LCP - Y - Plate 3 Holes Head - Titanium 





Cat No. Holes 
Ti.120.003 3 
Ti.120.005 5 
Ti.120.007 if 


2.0mm LCP - T - Plate 3 Holes Head - Titanium 
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Cat No. Holes 
Tit20. 018 S 
Ti.120.015 5 
Nimoy 7 





2.0mm LCP - T - Plate 2 Holes Head - Titanium 








Cat No. Holes 
Ti.120.023 S 
Ti.120.025 5 
120,027 if 








2.0mm LCP Condyler Plate - Titanium 





Cat No. Holes 
Ti.120.033 S 
Ti.120.035 5 
Ti.120.037 if 
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SHOFA___Microtock Locking Hand System 


























= Implants 

= 

o 2.0mm Cortical Screw - Self tapping - 

= Star drive - Titanium 

a 

S Cat No. Length(mm) 

ane Titanium 

= Ti.119.006 6 

= Ti.119.008 8 

= Ti.119.010 10 

= Ti.119.012 12 

af Ti.119.014 14 

n Ti.119.016 16 

@ Ti.119.018 18 

3 Ti.119.020 20 
Ti.119.022 22 
Ti.119.024 24 
Ti.119.026 26 
Ti.119.028 28 
Ti.119.030 30 








Ren a a A a ts 


2.0mm Locking Head Screw - Self tapping - 
Star drive - Titanium 


























Cat No. Length(mm) 

Titanium 
Ti.119.306 6 
Ti.119.308 8 
Ti.119.310 10 
Ti.119.312 12 
Ti.119.314 14 
Ti.119.316 16 
Ti.119.318 18 
Ti.119.320 20 
MniSs322 22 
Ti.119.324 24 
Ti.119.326 26 
Ti.119.328 28 
Ti.119.330 30 
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Microlock Locking Hand System = SOFA 


Implants 


2.0mm LCP Straight Plate - Titanium 





~ 68, 68, 68, 68, 6B, 6D, OD 
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(ep) 
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= QCOUCcOUL- a 
Cat No. Holes 2 
Ti.120.044 4 =i 
Ti.120.045 5 a 
Ti.120.046 6 ors 
Ti.120.047 7 = 
Ti.120.048 8 a 
—< 
(7p) 
a OOOO — 
2.0 LCP Adaption Plate - Titanium = 
SSS 
Cat No. Holes 
Ti.120.106 6 
Ti.120.112 12 
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Instruments 





402.005 


Torque Limiting Screw Driver - Star Drive 
for 2.0mm Locking Head Screw 


Screw Holding Sleeve 














402.006 

402.010 LCP Drill Sleeve for 1.5mm Drill Bit 

402.015 handle with Quick Coupling 

402.020 Screw Driver Q.C. End Star Drive for 2.0mm 
Cortical Screw. Length 105mm 

402.025 Counter Sink Q.C. End for 2.0mm Screw 
Length 70mm 

402.030 Depth Gauge for 2.0mm Screw 
Length 115mm 

402.035 1.5mm Drill Bit Q.C. End, 110mm Length 
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Microlock Locking Hand System 
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Microlock Locking Hand System 


Instruments 


402.040  1.5/2.0mm Universal Drill Guide 


402.045 2.0mm Bone Tap Q.C. End for Locking Screw 


402.046 2.0mm Bone tap Q.C. End for Cortical Screw 
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stiora 
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Microlock Locking Hand System 


Implant & Instruments Set 


















































ae 2.0mm Locking Plates - Implants & Instrument Set Units 
T1.120.003 2.0mm LCP - Y- Plate 3 Holes Head - Titanium, Size : 3 Holes 1 
TL.120.005 2.0mm LCP - Y- Plate 3 Holes Head - Titanium, Size : 5 Holes 1 
T1.120.007 2.0mm LCP - Y- Plate 3 Holes Head - Titanium, Size : 7 Holes 1 
T1.120.013 2.0mm Lcp - T - Plate 3 Holes Head - Titanium, Size : 3 Holes 1 
T1.120.015 2.0mm LCP - T - Plate 3 Holes Head - Titanium, Size : 5 Holes 1 
T1.120.017 2.0mm LCP - T - Plate 3 Holes Head - Titanium, Size : 7 Holes 1 
T1.120.023 2.0mm LCP - T - Plate 2 Holes Head - Titanium, Size : 3 Holes 1 
T1.120.025 2.0mm LCP - T - Plate 2 Holes Head - Titanium, Size : 5 Holes 1 
ne 20°027 2.0mm LCP - T - Plate 2 Holes Head - Titanium, Size : 7 Holes 1 
TL.120.033 2.0mm LCP Condylar Plate - Titanium, Size : 3 Holes 1 
TL.120.035 2.0mm LCP Condylar Plate - Titanium, Size : 5 Holes 1 
TL.120.037 2.0mm LCP Condylar Plate - Titanium, Size : 7 Holes 1 
TI.120.044 2.0mm LCP Straight Plate - Titanium, Size : 4 Holes 1 
T1.120.045 2.0mm LCP Straight Plate - Titanium, Size : 5 Holes 1 
TL.120.046 2.0mm LCP Straight Plate - Titanium, Size : 6 Holes 1 
TL.120.047 2.0mm LCP Straight Plate - Titanium, Size : 7 Holes 1 
TL.120.048 2.0mm LCP Straight Plate - Titanium, Size : 8 Holes | 
TI.120.106 2.0mm LCP Adaption Plate - Titanium, Size : 6 Holes 1 
N20 n 2 2.0mm LCP Adaption Plate - Titanium, Size : 12 Holes 1 
TL119.006 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 6mm Length 6 
TI.119.008 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 8mm Length 6 
TL.119.010 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 10mm Length 6 
We 2 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 12mm Length 6 
TL.119.014 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 14mm Length 6 
TI.119.016 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 16mm Length 6 
TI.119.018 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 18mm Length 6 
TI.119.020 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 20mm Length 3 
T1.119.022 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 22mm Length o 
TI.119.024 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 24mm Length 3 
TL119.026 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 26mm Length 3 
TL.119.028 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 28mm Length 3 
TI.119.030 2.0mm Cortical Screw - Self Tapping - Star Drive - Titanium, 30mm Length | 
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Microlock Locking Hand System 


siiora 






































Cat No. Description Units 
T1.119.306 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 6mm Length 12 
T1.119.308 = 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 8mm Length 12 
T1.119.310 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 10mm Length 12 
T1.119.312 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 12mm Length 12 
T1.119.314 — 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 14mm Length 12 
TI.119.316 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 16mm Length 12 
T1.119.318 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 18mm Length 12 
TI.119.320 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 20mm Length 6 
TI.119.322 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 22mm Length 6 
T1.119.324 — 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 24mm Length 6 
TI.119.326 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 26mm Length 6 
T1.119.328 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 28mm Length 6 
TI.119.330 2.0mm Locking Head Screw - Self Tapping - Star Drive - Titanium, 30mm Length 6 
402.005 Torque Limiting Screw Driver - Star Drive For 2.0mm Locking Head Screw 1 
402.006 Screw Holding Sleeve 1 
402.010 Drill Guide With Gauge For 1.5mm Drill Bit Length 50mm 2 
402.015 Handle With Quick Coupling 1 
402.020 Screw Driver Q.c. End Star Drive For 2.0mm Cortical Screw, Length 105mm 1 
402.025 Counter Sink Q.c. End For 2.0mm Screw Length 70mm 1 
402.030 Depth Gauge For 2.0mm Screw Length 115mm 1 
402.035 1.5mm Drill Bit Q.c. End 110mm Z 
402.040 1.5/2.0mm Universal Drill Guide 1 
402.045 2.0mm Bone Tap Q.c. End For Locking Screw 1 
402.046 2.0mm Bone Tap Q.c. End For Cortical Screw 1 
402.100 Instrument Box For 2.0mm Locking System 1 
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Microlock Locking Hand System 


LCP COMPACT HAND SET 
1S.108 
s 





Microlock Locking Hand System 
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sora 
Siora Surgicals Private Limited 


Manufacturer of: 
Trauma & Spine Implants 


eo Regd. & Corporate Office 
WZ-1, Phool Bagh, Rampura 
Delhi - 110035, INDIA 


or Office Land line: 
+91 11 28316116, 17, 18 


ow] Manufacturing Unit: 
1792, HSIIDC Indl. Estate 
RAI District, Sonepat 
Haryana- 131029, INDIA 
www.silora.com 
impex@siora net 


exports@siora.net 
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Updated as on: 02/2020 


